Fracture of the distal part of an implantable cardioverter-defibrillator lead two months after implantation

Muhammet Dural, Kadir Uğur Mert, Selda Eraslan, Kemal Iskenderov, Yuksel Cavusoglu

Cardiology Department, Eskisehir Osmangazi University, Büyükdere Mahallesi, Eskisehir, Turkey

Figure 1. A. Successfully implanted atrial lead in the first procedure; B. Successfully implanted ventricular lead in the first procedure

Figure 2. A. Complete ventricular lead fracture at the distal part of the electrode; B. Embolised distal part of the lead to the right pulmonary artery

Figure 3. Macroscopic view of the fractured lead

Figure 4. Implanted new ventricular lead

Address for correspondence:
Dr. Muhammet Dural, Eskisehir Osmangazi University, Cardiology Department, Büyükdere Mahallesi, 26040 Odunpazarı/Eskişehir, 26040 Eskişehir, Turkey

e-mail: muhammetdural@yahoo.com

Conflict of interest: none declared

Kardiologia Polska Copyright © Polskie Towarzystwo Kardiologiczne 2018