Primary safety and effectiveness feasibility study after surgical aortic valve replacement with a new generation bioprosthesis: one-year outcomes

Krzysztof Bartuś¹, Radosław Litwinowicz¹, Mariusz Kuśmierczyk², Agata Bilewska², Maciej Bochenek¹, Maciej Stąpór³, Sebastian Woźniak², Jacek Różański², Jerzy Sadowski¹, Bogusław Kapelak¹

¹Department of Cardiovascular Surgery and Transplantology, Jagiellonian University, John Paul II Hospital, Krakow, Poland
²The Cardinal Stefan Wyszyński Institute of Cardiology, Warsaw, Poland
³John Paul II Hospital, Krakow, Poland

Abstract

Background: Structural valve deterioration (SVD) is a major obstacle to lifetime durability for bioprosthetic heart valves. A bioprosthetic valve created with RESILIA™ tissue was designed to produce long-term resistance to SVD.

Aim: The objective of this study was to evaluate the safety and performance of this new class of RESILIA™ tissue aortic bioprosthesis.

Methods: A nonrandomised, prospective, multi-centre, single-arm, observational study was performed in 133 patients who underwent surgical aortic valve replacement between July 2011 and February 2013. Patients were assessed at 3–6 months and one year for haemodynamic performance, clinical outcomes, and functional improvement.

Results: The mean age was 65.3 ± 13.5 years, with 34 (25.6%) of patients < 60 years of age. Early (≤ 30 day) and late (> 30 day) all-cause mortality rates were 2.3% (n = 3) and 4.5% (n = 6), respectively. Early events included thromboembolism in three (2.3%) patients and major bleeding events requiring transfusion in six (4.5%) patients. Late events included one endocarditis leading to explant. Mean gradients were reduced across all valve sizes and were maintained at one year of follow-up. The mean effective orifice area and effective orifice area index increased across all valve sizes postoperatively and were maintained at one year. The rates of paravalvular leak (> 2+) at 3–6 months and one-year follow-up were 0.7% and 0.7%, respectively.

Conclusions: The new generation RESILIA™ tissue aortic valve bioprosthesis demonstrated excellent haemodynamic performance and safety outcomes at one year of follow-up. Longer follow-up of these patients will provide further insight on long-term durability.

Key words: aortic valve replacement, RESILIA, new technology

INTRODUCTION

In recent years, in the prosthetic heart valve market there has been great heterogeneity of valve sub-models, with different post-market surveillance and effectiveness [1]. Therefore, replacement of native heart valves with either bioprosthetic or mechanical substitutes requires patients and clinicians to weigh the impact on long-term quality of life and patient satisfaction associated with each [2]. Although durable, mechanical valves require the use of anticoagulants. In contrast, structural valve deterioration (SVD) is a major obstacle to durability for bioprosthetic heart valves, limiting their use particularly in younger patients [3]. The goal of combining the long-term durability of mechanical heart valves with the quality of life afforded by bioprosthetic heart valves has been aided by the development of advanced technologies aimed at improving the long-term durability of bioprosthetic heart valves. A new class of bioprosthetic valve created with RESILIA™ tissue (Edwards Lifesciences LLC, Irvine, CA, USA) has been
developed to produce long-term resistance to SVD and improve the durability of bioprosthetic heart valves. RESILIA™ tissue is made of bovine pericardium that undergoes two distinct treatments based on Edwards Integrity-Preservation (EIP™) technology: stable capping, which permanently blocks calcium (Ca²⁺) binding sites and glycerolisation, which protects and preserves tissue integrity. In preclinical in vitro and in vivo ovine and rabbit studies, RESILIA™ tissue demonstrated significantly less Ca²⁺ accumulation when compared with conventional tissue [4, 5]. In addition, initial clinical data on the first 20 patients with severe aortic stenosis, who underwent isolated aortic valve replacement (AVR) with RESILIA™ tissue valves, has demonstrated improved haemodynamic performance over baseline values, and durability and safety at up to one year of follow-up [6]. Herein we present our further results of all 133 patients who underwent AVR with RESILIA™ in Poland. Our study present that the use of RESILIA™ tissue valves improves haemodynamic and clinical outcomes after surgical AVR. Furthermore, the present study encompassed a sizeable contingent of younger patients (aged < 60 years), which should allow for the long-term follow-up of RESILIA™ tissue valve performance.

### METHODS

#### Study design and population

This was a prospective, non-randomised, un-controlled, two-centre, single-arm, observational study (Clinical Trial number: NCT0 1651052 — Clinical trial of Edwards Aortic Bioprosthesis Model 11000, https://clinicaltrials.gov/ct2/show/NCT01651052), which was designed to assess safety and haemodynamic performance. The study was designed by members of the Executive Committee on behalf of the study investigators in collaboration with the study sponsor, Edwards Lifesciences, LLC. The study protocol was reviewed and approved by the Ethics Committee and Polish Ministry of Health (CEBK). Inclusion and exclusion criteria were described in Table 1.

Patients were offered enrolment into the study by surgeons at individual investigational sites. The decision was based upon an indication for surgical AVR, an appropriate risk profile, and surgical preference for a bioprosthesis. Consenting patients were considered enrolled in the study after the surgeon visually inspected the aortic root, measured the aortic valve annulus, and determined that the study valve could be implanted. In each centre RESILIA™ bioprostheses were implanted by two trained surgeons.

A complete one-year follow-up was achieved in 120 of 133 patients (90.2%). Nine (6.8%) patients had died and four (3.0%) patients were not willing to participate further in the study and were lost to follow-up.

#### Baseline characteristics

Between July 2011 and February 2013, a total of 133 patients were enrolled in the study, of whom 99 (74.4%) were over 60 years old, and who required replacement of diseased aortic valve.

Fifty-two (39.1%) patients treated with the study valve had isolated aortic stenosis, 25 (18.8%) had isolated aortic insufficiency, and 56 (42.1%) had combined aortic valve dysfunction. Echocardiography examinations showed mitral valve defects not requiring interventions in 113 patients: in four (3.0%) patients mild mitral valve stenosis and in 109 (81.9%) mild mitral insufficiency. The patient distribution of the aetiology of aortic valve disease was as follows: 93 (69.9%) subjects had degenerative valve disease, 24 (18.0%) — dystrophic calcification, nine (6.8%) — rheumatic heart disease, and 18 (13.5%) had other aetiologies. Intraoperative examinations showed that two (1.5%) patients had aortic regurgitation due to a previous episode of remote endocarditis. In both cases, there were no symptoms of infections and inflammatory markers were in the normal range. Detailed baseline patient characteristics are presented in Table 2.

#### Study device and surgical procedure

Surgical AVR was performed using the Edwards Aortic Bioprosthesis Model 11000A, a trileaflet bioprosthesis identical in design to the Carpentier-Edwards PERIMOUNT Magna Ease Aortic Valve (Model 3300TFX), except for the tissue technology of the leaflet material. The Model 11000A incorporates RESILIA™ tissue leaflets created with EIP™ technology, which is an advanced tissue technology that preserves tissue integrity and is designed to produce consistent long-term resistance to SVD by stable capping, which permanently blocks calcium accumulation when compared with conventional tissue [4, 5].

---

**Table 1. Inclusion and exclusion criteria**

<table>
<thead>
<tr>
<th>INCLUSION CRITERIA</th>
<th>EXCLUSION CRITERIA</th>
</tr>
</thead>
<tbody>
<tr>
<td>Age 18 years or above</td>
<td>Aortic valve disease requiring a planned replacement</td>
</tr>
<tr>
<td>Written, informed consent prior to trial procedures</td>
<td>With or without concomitant bypass surgery</td>
</tr>
<tr>
<td>Aortic valve disease requiring a planned replacement</td>
<td>Willingness to attend all follow-up visits</td>
</tr>
<tr>
<td>Active endocarditis/myocarditis within three months of surgery</td>
<td>Prior mitral, tricuspid, or pulmonic valve surgery</td>
</tr>
<tr>
<td>Renal insufficiency (serum creatinine ≥ 2.5 mg/dL or end stage renal disease requiring chronic dialysis)</td>
<td>Need for multiple valve replacement/repair</td>
</tr>
<tr>
<td>MRI or CT scan confirmed stroke, cerebrovascular accident, or transient ischaemic attack within six months (180 days) prior to aortic valve replacement surgery</td>
<td>Aneurysm of the aortic root and/or ascending aorta requiring surgical intervention</td>
</tr>
<tr>
<td>Acute myocardial infarction within 30 days</td>
<td>Active endocarditis/myocarditis within three months of surgery</td>
</tr>
<tr>
<td>Left ventricular ejection fraction ≤ 30%</td>
<td>Willingness to attend all follow-up visits</td>
</tr>
</tbody>
</table>

CT — computed tomography; MRI — magnetic resonance imaging.
(Ca\textsuperscript{2+}) binding sites [4, 5]. The surgical approach and technique of implantation was at the discretion of the investigator per his/her routine surgical practice and performed via full or partial sternotomy using previously described techniques [6]. At the discretion of the investigator, bioprosthetic heart valve recipients should be maintained on anticoagulant therapy (except when contraindicated) during the initial healing stages after implant, 2–3 months in accordance with the American College of Cardiology/American Heart Association 2008 Guidelines for the Management of Patients with Valvular Heart Disease [7]. Anticoagulants should then be discontinued over a period of 10 days, except in those patients for whom ongoing anticoagulant treatment is indicated.

**Safety and performance endpoints**

Safety endpoints included the following: SVD, thromboembolism, all bleeding/haemorrhage, major bleeding/haemorrhage, all paravalvular leak (PVL), major PVL, non-structural valve dysfunction, endocarditis, haemolysis, all-cause mortality, study valve-related mortality, and explant. SVD included dysfunction or deterioration involving the operated valve (except infection or thrombosis).

Performance endpoints included clinically acceptable haemodynamic performance confirmed by the core lab evaluation of echocardiography, RadCore Labs Torrance, CA, USA.

**Data management**

As a study sponsor, Edwards Lifesciences managed the collection and monitoring of data. Data on adverse events and safety outcomes were reviewed and adjudicated by an independent Clinical Events Committee.

**Statistical analysis**

Summary statistics for continuous variables include the number of subjects with a value for the variable of interest as well as the mean and standard deviation, unless otherwise noted. Summary statistics for categorical variables include the number and percentage of subjects with a recorded value for the variable of interest. Early adverse events, defined as occurring within ≤ 30 days of the index procedure, were reported as the number of events divided by the number of enrolled subjects. Linearised rates were used to summarise adverse events for the late (> 30 days) postoperative period. The linearised rates were calculated as the number of late events divided by the total number of late-subject years with one-sided upper 95% confidence limit (CI). Percentages are calculated as the number of patients with an event divided by the total number of patients receiving the study valve. All data were based on a database lock date of March 31, 2015. Statistical analysis was undertaken using SAS Statistical software package version 7.0.

**RESULTS**

**Procedural outcomes**

There were 114 (85.7%) patients who underwent isolated AVR, 16 (12.0%) who underwent surgery for AVR plus coronary artery bypass grafting, and three (2.3%) who were treated for AVR plus other concomitant procedures. Of the surgical approaches utilised, 117 (88.0%) patients underwent full sternotomy and 16 (12.0%) underwent a mini-upper sternotomy. Technical success was achieved in all 133 patients on the first attempt. Cross-clamp time and cardiopulmonary bypass time for isolated AVR cases averaged 61.7 ± 14.4 min and 96.2 ± 25.6 min, respectively. The average length of stay for all
patients was 9.7 ± 5.0 days, with an average of 2.2 ± 2.4 days in the intensive care unit (ICU) and 7.6 ± 5.4 days in the general ward.

Usually, if the increased surgical bleeding was reduced, oral warfarin was commenced within 24 to 48 h after the procedure, and international normalised ratio (INR) was maintained at a therapeutic range of 2.0–3.0 for up to three months. After three months, the further decision on continuation or discontinuation of anticoagulation treatment was at the discretion of the managing physicians.

**Safety outcomes**

Early primary safety (≤ 30 days) and late (> 30 days) safety outcomes are presented in Table 3. Early events included all-cause mortality in three (2.3%) patients, thromboembolism in three (2.3%), including stroke in two patients and transient ischaemic attacks in one patient, and major bleeding events requiring transfusion in six (4.5%). The cause of bleeding in four patients was anticoagulant-related haemorrhage. INR values in these patients exceeded the therapeutic range. Two patients were re-opened for cardiac tamponade and two other patients for excessive bleeding (no surgical cause identified) within the first month (≤ 30 days). These surgical interventions were not related to implanted bioprosthesis.

One valve was explanted due to endocarditis (> 30 days). Post-mortem revealed prosthesis valve thrombosis (PVT) in one case.

**Haemodynamic outcomes**

One case of PVL (> 2+) was observed at 3–6 months in a patient with a valve size of 23 mm. Echocardiographic data for all subjects stratified by valve size are shown for baseline, 3–6 months, and one year of follow-up in Table 4. After implantation, there were no statistically significant differences in the effective orifice area (EOA), effective orifice area indexed to body surface area (EOAi), and mean pressure across all valve sizes post-operatively in 3–6 months of follow-up and one-year follow-up.

**DISCUSSION**

The RESILIA™ bioprosthetic heart valve was developed to produce consistent long-term resistance to SVD. Early and late clinical outcomes and haemodynamic performance of RESILIA™ tissue valves were first studied in a series of 20 patients [6]. The current prospective, multicentre, single-arm study extends these previously published observations from 20 to 133 patients, including 34 young adults under the age of 60 years [6]. Data from the current study demonstrate that the haemodynamic performance of RESILIA™ tissue valves is acceptable and is similar to C-E Perimount valves [8], and C-E Perimount Magna Ease [9], with low rates of adverse events at one-year follow-up.

Echocardiographic evaluation of overall haemodynamic performance at 3–6 months and one year post-implant demonstrated a mean EOA of 1.8 ± 0.6 cm², an EOAI of 1.0 ± 0.3 and 0.9 ± 0.3 cm²/m², and a mean pressure gradient of 12.0 ± 5.7 mmHg and 13.9 ± 6.1 mmHg; obtained post-operative haemodynamic parameters were during the
Table 4. Echocardiographic data by valve size at follow-up

<table>
<thead>
<tr>
<th>Parameter</th>
<th>Follow-up</th>
<th>19 mm (n = 12)</th>
<th>21 mm (n = 46)</th>
<th>23 mm (n = 41)</th>
<th>25 mm (n = 24)</th>
<th>27 mm (n = 10)</th>
<th>Total (n = 133)</th>
</tr>
</thead>
<tbody>
<tr>
<td>EOA [cm²]</td>
<td>Baseline</td>
<td>0.8 ± 0.2 (12)</td>
<td>0.8 ± 0.3 (45)</td>
<td>0.9 ± 0.5 (40)</td>
<td>1.5 ± 1.3 (23)</td>
<td>1.8 ± 1.1 (10)</td>
<td>1.0 ± 0.8 (130)</td>
</tr>
<tr>
<td></td>
<td>3–6 months</td>
<td>1.4 ± 0.4 (12)</td>
<td>1.7 ± 0.4 (43)</td>
<td>1.9 ± 0.4 (37)</td>
<td>2.1 ± 0.7 (24)</td>
<td>2.3 ± 0.5 (10)</td>
<td>1.8 ± 0.5 (126)</td>
</tr>
<tr>
<td></td>
<td>1 year</td>
<td>1.2 ± 0.3 (12)</td>
<td>1.6 ± 0.5 (39)</td>
<td>1.9 ± 0.7 (37)</td>
<td>2.0 ± 0.7 (21)</td>
<td>2.1 ± 0.3 (10)</td>
<td>1.8 ± 0.6 (119)</td>
</tr>
<tr>
<td>EOAi [cm²/m²]</td>
<td>Baseline</td>
<td>0.4 ± 0.1 (12)</td>
<td>0.4 ± 0.2 (37)</td>
<td>0.5 ± 0.2 (30)</td>
<td>0.8 ± 0.7 (21)</td>
<td>0.9 ± 0.6 (9)</td>
<td>0.6 ± 0.4 (109)</td>
</tr>
<tr>
<td></td>
<td>3–6 months</td>
<td>0.8 ± 0.3 (12)</td>
<td>1.0 ± 0.3 (35)</td>
<td>1.0 ± 0.3 (29)</td>
<td>1.1 ± 0.4 (22)</td>
<td>1.1 ± 0.3 (9)</td>
<td>1.0 ± 0.3 (107)</td>
</tr>
<tr>
<td></td>
<td>1 year</td>
<td>0.7 ± 0.2 (12)</td>
<td>0.9 ± 0.3 (32)</td>
<td>1.0 ± 0.4 (29)</td>
<td>1.0 ± 0.4 (19)</td>
<td>1.0 ± 0.2 (9)</td>
<td>0.9 ± 0.3 (101)</td>
</tr>
<tr>
<td>Mean gradient [mmHg]</td>
<td>Baseline</td>
<td>49.2 ± 16.4 (12)</td>
<td>54.0 ± 20.8 (46)</td>
<td>50.6 ± 21.6 (41)</td>
<td>43.5 ± 24.0 (24)</td>
<td>38.0 ± 22.6 (10)</td>
<td>49.4 ± 21.7 (133)</td>
</tr>
<tr>
<td></td>
<td>3–6 months</td>
<td>20.0 ± 11.1 (12)</td>
<td>12.0 ± 4.6 (43)</td>
<td>11.1 ± 3.9 (39)</td>
<td>10.8 ± 3.5 (24)</td>
<td>8.8 ± 3.5 (10)</td>
<td>12.0 ± 5.7 (128)</td>
</tr>
<tr>
<td></td>
<td>1 year</td>
<td>21.7 ± 9.5 (12)</td>
<td>14.2 ± 4.9 (40)</td>
<td>12.0 ± 4.3 (37)</td>
<td>13.8 ± 3.5 (21)</td>
<td>11.1 ± 4.5 (10)</td>
<td>13.9 ± 6.1 (120)</td>
</tr>
</tbody>
</table>

Data are shown as mean ± standard deviation and (number). EOA — effective orifice area; EOAi — effective orifice area indexed to body surface area.
compared with PERIMOUNT valves, which have demonstrated a 25-year durability [5, 25]. At eight months of follow-up, RESILIA™ mitral valves had significantly less Ca²⁺ content than PERIMOUNT valves, as confirmed by radiographic and histological analyses (1.9 ± 0.3 µg/mg vs. 6.8 ± 1.6 µg/mg, p = 0.002) [5]. Similarly, in a rabbit model in which tissue discs were implanted intramuscularly, there was significantly lower Ca²⁺ content at 60 days in RESILIA™ tissue compared with bovine tissue treated with XenoLogicX [4, 26]. Overall, these results from *in vitro* and *in vivo* studies support the view that RESILIA™ bioprostheses show significantly less Ca²⁺ accumulation compared with conventional bioprostheses. For patients reaching the one-year follow-up points in our study, no SVD was observed in any patient.

When compared with other valves evaluated at similar follow-up periods, the haemodynamic performance of the RESILIA™ tissue valve was consistent with outcomes from other studies involving Carpentier-Edwards valves [27].

In a subsequent 2011 report, Mosaic valves demonstrated a one-year overall mean pressure gradient and EOA of 17.1 ± 8.2 mmHg and 1.69 ± 0.40 cm², respectively [28]. Compared with these studies, RESILIA™ valves demonstrated a numerically lower overall mean pressure gradient and larger EOA, 13.9 ± 6.1 mmHg and 1.8 ± 0.6 cm², respectively. Moreover, the Epic bioprosthesis valve at one year demonstrated a mean pressure gradient of 15.3 ± 6.5 mmHg and EOA of 0.67 ± 0.2 cm²/m², again suggesting superiority of the RESILIA™ valve with a one-year EOA of mean 0.9 ± 0.3 cm²/m² [16]. However, at one year the EOA for a 19-mm valve is noted to be 0.7 ± 0.2 (n = 12). This may be due to the small number of patients, and physical characteristics (small annulus in a large patient) may have played a role. When compared with the results of a recent study by Wendt et al. [9], which reported the mean pressure gradients of the Trifecta, Magna, and Magna Ease bioprosthetic valves, the RESILIA™ values implanted in the present study appeared to be comparable. Finally, in patients with a small aortic annulus, a population at higher risk for prosthesis-patient mismatch, at one year the RESILIA™ demonstrated a mean EOA of 0.7 ± 0.2 (n = 12) for the 19-mm valve, with no incidence of severe PPM, which is larger than the reported EOA for the 19-mm Mosaic Ultra valve (0.66 ± 0.15 cm²/m² at 6.5 ± 4.0 months of follow-up) [29]. For the overall group, the EOA was 0.9 ± 0.3 (101) with no incidence of severe PPM.

Finally, when selecting an appropriate bioprosthetic valve, the age of the patient is the most important predictor of SVD. Bourguignon et al. [30], reported that patients receiving a PERIMOUNT aortic valve experienced markedly different rates of reoperation for SVD depending on their age at the time of the index procedure. Indeed, a 50-year-old patient had a 20% probability of reoperation after 15 years, whereas a 70-year-old patient had only a 5% probability of reoperation. Similarly, Johnston et al. [20] confirmed the relationship between the risk of reoperation for SVD and patient age at implant. However, when comparing the survival of patients receiving mechanical vs. bioprosthetic valves, Chiang et al. [2] have recently reported no difference in 15-year survival or stroke in a retrospective analysis of 4253 propensity-matched patients aged 50–69 years, who underwent AVR. Also, patients in the bioprosthetic valve group had a greater likelihood of reoperation but a lower likelihood of major bleeding. Thus, the authors concluded that the lack of a significant difference in mortality suggests bioprostheses may be a reasonable alternative to mechanical valves in younger patients.

**Limitations of the study**

This study was single-arm with non-consecutive enrolment, and there was no active comparator group. Hence, selection bias cannot be excluded. Additional randomised controlled studies will be necessary in the future to compare the RESILIA™ with other valves. The number of patients who received 19-mm valves in this series is quite small and hence it will be difficult to assess the incidence of severe PPM. Also, assumptions of durability are limited because this study reports the safety and efficacy outcomes at one year.

**CONCLUSIONS**

Structural valve deterioration is a major obstacle to lifetime durability for bioprosthetic heart valves, particularly in younger patients. In this report on 133 patients, which includes 34 young adults under the age of 60 years, a new generation RESILIA™ tissue aortic valve bioprosthesis demonstrated excellent haemodynamic performance and safety outcomes at one-year follow-up. Longer follow-up of these patients will provide further insight on the long-term durability of RESILIA™ tissue bioprosthetic heart valves. Patients from the multicentre COMMENCE trial will be followed and assessed after Edwards Aortic Bioprosthesis Model 11000 with RESILIA™ tissue implantation for up to five years.

**Funding:** This study was performed with financial and technical support (medical devices — valves) from Edwards Lifesciences Inc. (Irvine, CA, USA) to both Institutions.

**Conflict of interest:** none declared

**References**


Cite this article as:
Bobiarski J, Newcomb AE, Elhenawy AM, et al. One-year
Blauwet LA, Miller FA. Echocardiographic assessment of pros
Vesey JM, Otto CM. Complications of prosthetic heart valves. Curr
Bonow RO, Carabello BA, Chatterjee K, et al. American Col


